1.. Introduction {#S0001}
================

Ovulation induction and assisted reproductive technology (ART) (including *in vitro* fertilization \[IVF\] or intracytoplasmic sperm injection \[ICSI\]) are two important fertility treatments that require multiple days of injections. For both, tailoring of the daily injected follicle-stimulating hormone (FSH) treatment needed is dependent upon each individual patient's response; therefore, dose modifications may be required. With the need for multiple days of dosing with adjusted doses, a multiple use, variable dosing pen device offers a practical approach to self-administered treatment. An example of how pen devices have been used successfully is in the treatment of diabetes, where such devices have been utilized for \> 20 years [@CIT0001]; insulin pens were well accepted by patients because they offer easy, safe, accurate, and discreet injection [@CIT0002]. Pen devices for the delivery of recombinant human FSH (r-hFSH) have been available in Europe for use in ovulation induction and ART since 2002 [@CIT0003].

The redesigned follitropin alfa (r-hFSH) pen injector (GONAL-f®; pre-filled pen; Merck Serono, Geneva, Switzerland, a subsidiary of Merck KGaA, Darmstadt, Germany) was approved by the European Commission in May 2011 [@CIT0004]. It was since approved by the US FDA in October 2013 (GONAL-f RFF® Redi-ject™; EMD Serono, Inc., Rockland, MA, USA, a subsidiary of Merck KGaA, Darmstadt, Germany) [@CIT0005], and the pen has now been launched in 65 countries worldwide; in countries other than the USA, the pen is called GONAL-f Prefilled Pen. After attaching the needle and setting the dose, the redesigned pen ([Figure 1](#F0001){ref-type="fig"}) is a disposable, pre-filled, ready-to-use, pre-assembled pen that includes a number of feature modifications to the previous pen. These include the ability to adjust the dose by small incremental steps within approved doses; set the dose in one step; adjust a bi-directional dose dial that allows dialed doses to be increased or decreased; confirm the dose delivered and, if necessary, the dose amount required from a second pen to complete the prescribed dose; and see the approximate amount of medication remaining in the pen through a graduated scale on the clear cartridge reservoir [@CIT0006]. The pen is intended for subcutaneous self-injection and is available in three dosing preparations: 300, 450, and 900 IU. It has received the 2014 GOOD DESIGN Award for Design Excellence. The annual award program recognizes the most innovative and cutting-edge industrial, product, and graphic designs produced around the world.

![**The redesigned follitropin alfa pen injection device**.](iedd-12-715-g001){#F0001}

To minimize risks to users, it is important that devices, such as pen injectors, are evaluated for use in the countries in which they will be approved. In the USA, such testing is required for manufacturers to provide the FDA with validation of control and prevention of use-related risks for new or modified devices for their intended use [@CIT0007]. Human factors engineering (HFE) is an interdisciplinary approach to evaluating and improving use safety, efficiency, and robustness of work systems. HFE addresses multiple aspects of work and task analysis, user-interface, and instruction design; product evaluation and usability assessment; communication, collaboration, and teamwork; training; and systems resilience, adaptation, and failure [@CIT0008]. Understanding and controlling use risk requires human factors methods that identify how the medical device is used, under what conditions, and in what environments [@CIT0009]. A risk-based analysis and design approach focuses on the most risk-critical user--device interactions and assumes that, whereas device optimization should be the primary focus for mitigation, labeling and training may also be considered two ways to eliminate or reduce potential harm to the user [@CIT0009].

HFE includes multiple steps and follows an iterative process ([Figure 2](#F0002){ref-type="fig"}) that includes defining user populations and the use environment, a hierarchical analysis of tasks, development of a use error mitigation plan, and testing use error mitigation. An important first step includes the risk management plan and performing use-related risk analysis (failure modes and effects analysis \[FMEA\]). Following risk assessment, a vital part of the HFE process is simulated-use testing, which involves assessing the interactions between the users and the device in an environment that mimics the real-world experience of the user and culminates in simulated-use validation tests. A medical device is considered safe and effective if it is demonstrated that the control strategies are effective in reducing risk to as low as reasonably possible so that users may complete medication administration without critical or serious errors resulting in incorrect dosing or other patient or user harm.

![**The risk management process for addressing use-related risks with the redesigned follitropin alfa pen.**](iedd-12-715-g002){#F0002}

This paper summarizes results from an Instructions for Use (IFU) formative study and pre-validation and validation studies with the redesigned follitropin alfa pen, as well as modifications that were made to the IFU based on the study results and device design modifications to improve safety and accuracy of its use.

2.. Patients and methods {#S0002}
========================

Ethical approval for the study was provided by Chesapeake Research Review, Inc.

2.1. Institutional review board/ethics approval {#S0003}
-----------------------------------------------

All HFE studies were open-label, non-clinical, institutional review board-approved, simulated-use tests that were conducted by human factors engineers. Signed informed consent was obtained from each participant in the studies. Ethical pre-approval was obtained for the pre-validation and validation studies.

2.2. Failure modes and effects analysis {#S0004}
---------------------------------------

The FMEA was initiated using known problems with the follitropin alfa pen presentation identified using data from periodic safety update reports, product complaint summaries, and postmarketing surveillance information. Risk assessment was conducted on all steps required to administer follitropin alfa using the redesigned pen and by rating the risk level according to FMEA scores [@CIT0010]; this was derived by estimating a likelihood of occurrence on a scale of 1 -- 10 (10 = very likely to occur) and a severity rating of 1 -- 10 (10 = most severe). Then, a risk priority number (RPN) for use risk was calculated from the product of these two estimations. Based on this risk assessment, tasks within the injection process that were associated with the highest RPN were identified and included in the HFE test plan for participants.

2.3. Human factors testing {#S0005}
--------------------------

EMD Serono, Inc., retained Agilis Consulting Group LLC to conduct a series of human factors evaluations of the pen and the IFU, culminating with the simulated-use validation test.

Basic user-device interactions (essential tasks) were assessed, with particular focus on interactions that, if performed incorrectly or omitted, had the highest scored potential risks to the users (critical tasks). The tasks included setting the wrong dose, resulting in either an over- or underdose; mishandling air bubble removal and potentially forgetting to reset the pen to the prescribed dose, which could result in an underdose; not properly responding to delivery of an incomplete dose, which could result in an underdose; and improper handling of the pen, which could result in a needle stick injury.

Using this use error assessment, five different use scenarios representing situations with the potential for use errors were identified and formed the basis for simulated injections in our formative, pre-validation, and validation studies. The scenarios included tasks that required: selecting the correct pen (900, 450, or 300 IU) and administering a starting dose, adjusting a treatment dose, completing a partial dose using a second pen, resetting a dose on a pre-used pen, and recognizing that one pen fully dispensed will not complete the dose and that a second pen is needed. The use environment for performing the scenarios during the studies was to be a normal office or home environment with average lighting and noise and with some possible distractions, such as a ringing phone.

Participants were videotaped as they completed these study scenarios. The moderator observed, classified, and recorded the interactions. Assessment was based on human perceptual, cognitive, and physical action requirements for each step. Following the test, subjects were asked about the ease of use and any difficulties encountered, and a subjective assessment of ease of use was conducted.

2.4. Study populations {#S0006}
----------------------

The FDA Human Factors guidance recommends that at least 15 participants per user group should be tested for devices intended for use by more than one group of users that have distinct abilities, training, experience, or use roles [@CIT0007]. User populations identified for simulated-use studies were: female patients aged ≥ 18 years currently seeking fertility treatment, with a diagnosis of female infertility or with a partner diagnosed with male infertility, whose indicated course of treatment was ovulation induction or ART, who were judged to be capable of safely and effectively performing self-injection, who may or may not have had experience using injectors, with various levels of education, and who were able to understand, speak, and read English; their significant others (male or female) who were typically individuals without medical qualifications who may deliver injections to patients with infertility, who may or may not have had experience using injection devices and with varying levels of education; and fertility nurse (FN) professionals (male or female) who were registered nurses or nurses with a nursing degree and who provide training to patients in administering injectable gonadotropin therapy for ART or ovulation induction and who may also administer such therapy on occasions. Different subjects were recruited for each study.

2.5. HFE procedures {#S0007}
-------------------

### 2.5.1. Training {#S0008}

Training was given to all participants before the start of the study. All user groups received the same training in the use of the redesigned pen, regardless of knowledge and skill. EMD Serono, Inc., representatives trained a small group of nurse trainers (n = 3), who in turn trained the three user groups. In the real-world setting, these nurse trainers would be FNs, who would also be responsible for training additional FNs, as required. The training consisted of up to 1 h of step-by-step review of the IFU and instruction on how the redesigned pen was anticipated to be used once approved. The training covered basic information about the pen, the scope of intended use, explanation of the dosing regimen and how it may change over time, and the necessary operations to be performed, including performing simulated injections using a demonstration pen containing a placebo (i.e., sterile water-filled) cartridge into an injection pad. During training, a mock injection was conducted in which the pen emptied before the full dose had been given, as this may occur during normal use when a second pen would be required. To mimic the real-world setting, nurses who provided medical device training to patients trained infertile women and their significant others, either alone or more often together, or alternatively in small groups of up to three subjects. FNs were trained separately from patients and their significant others, either individually or in small groups. For FNs, there was a brief delay of about 1 h between training and testing, representing the real-world delays between familiarization and use. For women with infertility and their significant others in the pre-validation and validation studies, there was a delay of 7 -- 10 days to reflect the anticipated time lag between pen device training and their first medication injection in the real world. In the mitigation validation study, there was minimal delay between training and testing, as it had been determined that the decay period was not the root cause of any observed use errors in the first validation study.

Instruction was also provided on general injection practices, such as injection site selection and preparation, needle recapping and disposal, and pen storage. The training materials included demonstration pens containing placebo, needles, mock injection pads, and the IFU. At no time were the users to inject themselves or others. Within the scheduled training session, infertility patients and their significant others were provided contact information for a nurse trainer in case they had questions during the decay period.

### 2.5.2. Formative studies {#S0009}

For the IFU formative study, participants (n = 17; six patients with infertility, six patients' significant others, and five FNs) were familiarized with the pen device and instructed to follow the IFU throughout training. Participants performed nine basic user tasks -- including simulated injections with placebo into an artificial skin injection pad -- and were then interviewed using pre-defined questions about the adequacy of instructions from content and format standpoints. All failures and difficulties experienced during tasks were examined for their relationship to remaining IFU design attributes.

Participant responses regarding the usefulness of the IFU were generally positive, particularly with regard to the format, layout, and use of illustrations. Participants had some challenges with the IFU that required revisions. Most revisions fell into the following categories: general difficulty to perform tasks (e.g., redesign of the treatment diary to simplify use); general injection techniques (e.g., needle re-capping after use); multiple doses/multiple days (e.g., increased instructional clarity on completing an incomplete dose); and flow and order of the IFU (e.g., Table of Contents was refined). No issues in the IFU formative study were observed with the device that would preclude moving on to the pre-validation studies. Thus, the revsions were re-evaluated during the pre-validation study without repeating the IFU formative study.

### 2.5.3. Pre-validation studies {#S0010}

Two other pre-validation tests were performed sequentially, involving 12 patients with infertility, 10 patients' significant others, and 15 FNs. All users were tested individually. For each task, step, and sub-step of simulated injections, participants were asked a set of questions to assess effectiveness of user interaction with the redesigned pen. The following observations occurred that resulted in serious use errors: needle stick while using a one-handed needle re-capping approach; retrieving outer needle cap from sharps container (two instances); and stating intent to remove exposed needle carefully and dispose of it in sharps container. As a result of these studies, a use-related hazard mitigation strategy was undertaken that involved outer needle cap design modification ([Figure 3](#F0003){ref-type="fig"}) and some re-wording of the IFU to improve alignment with the instructions on the use of 'the one-handed needle recapping method' from the FDA Medical Device website [@CIT0011]. These mitigations were evaluated and the hazards were deemed mitigated in the second formative pre-validation study.

![**Modification of the redesigned pen device.** Change from conical (**A**) to cylindrical (**B**) needle cap to mitigate use error observed in the pre-validation studies.](iedd-12-715-g003){#F0003}

### 2.5.4. Validation studies {#S0011}

The simulated-use validation studies were focused on confirming the control of risk related to one primary and two secondary use-related safety assertions about the redesigned pen. The primary safety assertion was that patients with indications for ovulation induction or ART (IVF/ICSI) can use the redesigned pen to administer their prescribed dose of follitropin alfa without errors in dosing. The secondary safety assertions were that the redesigned pen minimizes or eliminates actions that would result in needle exposures and needle stick injuries, and that the IFU effectively supports safe and accurate user performance.

The first validation study was an open-label study performed in five cities in standard market research facilities with average lighting and noise. This environment did not differ significantly from the anticipated environments of real-world use that could impact perceptual, cognitive, or physical action performance.

The HFE process may continue to require iterations, and the results observed in the first validation study required modification to the device design and IFU. Thus, a second validation (mitigation validation) study was performed to assess the effects of the risk control strategy and device modifications related to changes made in response to the first validation study. This open-label study was performed in four cities and in a similar environment to the first validation study. The participants were different to those included in earlier studies. A subset of the simulation injection scenarios was selected for testing. Participants were trained and assessed using the modified pen and revised IFU, but without the 7 -- 10-day delay before testing. After completing the simulated injection scenarios in both validation studies, participants were asked for a subjective assessment of the IFU's directions on the 10 critical dosing steps.

3.. Results {#S0012}
===========

3.1. Validation study {#S0013}
---------------------

The first validation study recruited 18 infertility patients, 15 patients' significant others, and 16 FNs ([Table 1](#T1){ref-type="table"}). During testing, two critical use errors occurred, both of which were in the FN group ([Table 2](#T2){ref-type="table"}): one related to setting the dose (37.5 IU instead of 75 IU) and the other to completing an incomplete dose (completed dose used was original dose instead of remaining dose). No use errors were observed in either the infertility patient or significant other groups. Two close calls (near errors) occurred: a wrong dial up of remaining dose, and a mathematical error when dividing a dose between two pens. Both were subsequently corrected by following the IFU when instructed to confirm the dose before administering the medication.

###### 

**Demographic characteristics and prior injection experience of participants in the validation studies.**

  -----------------------------------------------------------------------------------------------------------------------------
  **A)**\                               **Validation study**   **Mitigation validation study**                    
  **Characteristics**                                                                                             
  ------------------------------------- ---------------------- --------------------------------- ---------------- -------------
  Age, mean (SD), years                 33.8 (4.05)            35.7 (4.85)                       34.1 (5.23)      35.3 (6.70)

   Range                                (29 -- 43)             (30 -- 46)                        (24 -- 40)       (25 -- 49)

  Female, n (%)                         18 (100)               0 (0)                             16 (100)         1 (6.7)

  Spouse/SO participating, n (%)        17 (94.4)              15 (100)                          15 (93.8)        15 (100)

  Years of infertility, mean (SD)       2.9 (2.06)             NA                                2.1 (1.42)       NA

   Range                                (0.58 -- 7.0)          NA                                (0.25 -- 5.00)   NA

  Indicated for gonadotropins, n (%)                                                                               

   Both                                 9 (50.0)               7 (46.7)                          5 (31.3)         5 (33.3)

   *In vitro* fertilization             6 (33.3)               5 (33.3)                          9 (56.3)         8 (53.3)

   Ovulation induction                  3 (16.7)               3 (20.0)                          2 (12.5)         2 (13.3)

  Education level, n (%)                                                                                           

   High school graduate                 4 (22.2)               5 (33.3)                          4 (25.0)         6 (40.0)

   College graduate                     13 (72.2)              7 (46.7)                          9 (56.3)         7 (46.7)

   Professional/advanced degree         1 (5.6)                3 (20.0)                          3 (18.8)         2 (13.3)

  Right hand dominance, n (%)           18 (100)               12 (80.0)                         15 (93.8)        13 (86.7)

  Experience with injection,\* n (%)    13 (72.2)              6 (40.0)                          10 (62.5)        7 (46.7)

   FSH product                          8 (44.4)               2 (13.3)                          7 (43.8)         5 (33.3)

   Other fertility medications          11 (61.1)              3 (20.0)                          8 (50.0)         2 (13.3)

   Other disorders                      2 (11.1)               2 (13.3)                          1 (6.3)          0 (0)

  Injection device used, n                                                                                         

   FSH pen                              4                      1                                 3                2

   FSH pen and syringe                  4                      1                                 3                2

   FSH syringe                          0                      0                                 1                1

   Other fertility medication syringe   11                     3                                 8                2

   Other disorder pen                   0                      1                                 0                0

   Other disorder syringe               2                      1                                 1                0

  Number of injections,\*^,‡^ n                                                                                    

   1                                    1                      0                                 1                0

   2                                    2                      1                                 6                1

   3                                    5                      1                                 2                1

   ≥ 4                                  3                      4                                 0                5

   Missing/unknown                      2                      0                                 1                0
  -----------------------------------------------------------------------------------------------------------------------------

  -------------------------------------------------------------------------------------------------------------------------------------------------------
  **B)**\                                                                      **Validation study (n = 16)**       **Mitigation validation study**\    
  **FN characteristics**                                                                                           **(n = 16)**                       
  ---------------------------------------------------------------------------- ------------------------------- --- ---------------------------------- ---
  Age, mean (SD), years                                                        39.4 (12.64)                        37.6 (11.06)                        

   Range                                                                       (25 -- 59)                          (23 -- 56)                          

  Female, n (%)                                                                16 (100)                            16 (100)                            

  FN professional at infertility center, n (%)                                 16 (100)                            16 (100)                            

  Years as a FN, mean (SD)                                                     9.9 (7.27)                          7.7 (5.60)                          

   Range                                                                       (1.1 -- 23)                         (0.25 -- 17)                        

  Right-hand dominance, n (%)                                                  12 (75)                             14 (87.5)                           

  Works directly with patients, n (%)                                          16 (100)                            16 (100)                            

  Involved in injectable gonadotropin training (both pen and syringe), n (%)   16 (100)                            16 (100)                            

  Trains patients to self-inject, n (%)                                        16 (100)                            16 (100)                            

  Number of patients trained per month, n (%)                                                                                                          

   ≤ 5                                                                         2 (12.5)                            1 (6.3)                             

   6 -- 10                                                                     1 (6.3)                             2 (12.5)                            

   11 -- 20                                                                    4 (25.0)                            2 (12.5)                            

   21 -- 30                                                                    3 (18.8)                            6 (37.5)                            

   31 -- 40                                                                    3 (18.8)                            4 (25.0)                            

   41 -- 50                                                                    2 (12.5)                            1 (6.3)                             

   \> 50                                                                       1 (6.3)                             0 (0)                               

  Administers gonadotropins to patients, n (%)                                 11 (68.8)                           11 (68.8)                           

  Number of gonadotropin injections administered per month, n (%)                                                                                      

   0                                                                           5 (31.3)                            5 (31.3)                            

   \< 1                                                                        4 (25.0)                            1 (6.3)                             

   1 -- 5                                                                      3 (18.8)                            10 (62.5)                           

   6 -- 10                                                                     0 (0)                               0 (0)                               

   \> 10                                                                       4 (25.0)                            0 (0)                               

  No prior experience with GONAL-f RFF® Redi-ject™ pen, n (%)                  16 (100)                            16 (100)                            
  -------------------------------------------------------------------------------------------------------------------------------------------------------

\*Refers to self-injections for patients, and injections given to self or given to someone else for significant others.

^‡^Units are cycles of fertility treatment for patients, and injections for significant others.

FN: Fertility nurse; FSH: Follicle-stimulating hormone; NA: Not available; SD: Standard deviation; SO: Significant other.

###### 

**Critical use errors in A) validation study and B) mitigation validation study.**

  --------------------------------------------------------------------------------------------------------------
  **A)**                              **Infertility patients**\   **Significant others**\   **FNs**\       
                                      **(n = 18)**                **(n = 15)**              **(n = 16)**   
  ----------------------------------- --------------------------- ------------------------- -------------- -----
  Injection simulations, n                                        126                       105            112

  Use errors                                                                                               

   *Primary safety,* n                                                                                     

   Setting correct dose               0                           0                         1\*            

   Completing an incomplete dose      0                           0                         1^‡^           

   *Secondary safety,* n                                                                                   

   Minimize/eliminate needle sticks   0                           0                         0              
  --------------------------------------------------------------------------------------------------------------

  **Participant**   **Critical use-related hazard**              **Use error**   **Consequence**   **Mitigation required**   **Mitigation strategy**
  ----------------- -------------------------------------------- --------------- ----------------- ------------------------- ----------------------------
  \*FN              Setting the wrong dose                       Yes             Underdosing       Yes                       Device design modification
  ^‡^FN             Not properly completing an incomplete dose   Yes             Overdosing        Yes                       IFU wording change

  --------------------------------------------------------------------------------------------------------
  **B)**                              **Infertility patients**\   **Significant others**\   **FNs**\
                                      **(n = 16)**                **(n = 15)**              **(n = 16)**
  ----------------------------------- --------------------------- ------------------------- --------------
  Injection simulations, n            80                          75                        80

  Use errors                                                                                

   *Primary safety,* n                                                                      

   Setting correct dose               0                           0                         1\*

   Completing an incomplete dose      0                           0                         0

   *Secondary safety,* n                                                                     

   Minimize/eliminate needle sticks   1^‡^                        0                         0
  --------------------------------------------------------------------------------------------------------

  **Participant**   **Critical use-related hazard**   **Use error**   **Consequence**   **Mitigation required**   **Mitigation strategy**
  ----------------- --------------------------------- --------------- ----------------- ------------------------- ----------------------------------------------------------------------
  \*FN              Inaccurate dosing                 Yes             Underdosing       No                        Not due to device interface design or the IFU
  ^‡^Pt             Needle exposure                   Yes             Needle stick      No                        Not due to device interface design or the IFU, but to study artifact

\*^,†^The symbols are meant to expand on the types of use errors listed, linking the top half of each table (A and B) with the bottom half. The first part of the table summarizes the use errors and the bottom part expands the information on the error and describes the mitigation strategy.

FN: Fertility nurse; IFU: Instructions for Use; Pt: Patient.

To address the two critical use errors observed, modifications to the device design and IFU were implemented. To mitigate the use errors related to setting the dose, design improvement included centering and double etching of the dose numbers; the latter was to increase the contrast between the dose numbers and display background. To address the use error related to completing the dose, a revision to the IFU included instruction to confirm the dose with that recorded in the treatment diary: "Check *that* the dose you have set in the dose display *matches what you wrote in your treatment diary*". Additional minor revisions to the IFU included modification to the 'Welcome' text with additional information on the new attributes of the redesigned pen; instruction to wait at least 5 s before needle removal to ensure delivery of full injection; removal of text instructing to hold down the dose knob when removing needle; addition of text stating not to re-cap the pen before needle removal; and re-ordering sentences on steps after injection to improve clarity of wording.

3.2. Mitigation effectiveness validation study {#S0014}
----------------------------------------------

A mitigation effectiveness validation study was conducted to confirm that the risk mitigations implemented after the first validation study were successful. For this testing, 16 infertility patients, 15 significant others, and 16 FNs were recruited. During this validation test, two additional critical use errors occurred ([Table 2](#T2){ref-type="table"}): inaccurate dosing (underdosing: 75 IU instead of 187.5 IU) and a needle stick injury following needle re-capping, during which the needle pierced the cap. The incorrect dosing error was not due to an error in the user--pen interface but instead was caused by the participant (FN) not recalling a verbally given dose and instead using a previous dose from her diary. The cause of the needle stick injury (patient) was considered to be related to the lack of a solid backstop to use for re-capping the needle. A significant other also experienced a needle piercing the outer needle cap due to the lack of a solid backstop but did not receive a needle stick injury (close call; [Table 2](#T2){ref-type="table"}). Wording was added to the IFU to "use a hard flat surface, such as a wall, when re-capping the used needle".

No use difficulties observed in the initial validation study were repeated in the mitigation validation study and no use errors required further mitigation.

3.3. Post-testing assessment of IFU steps {#S0015}
-----------------------------------------

At the end of the initial validation study involving 18 patients, 15 significant others, and 16 FNs, with 343 combined simulated injections, the participants mostly rated the 10 criticial steps of the IFU as 'very easy' or 'somewhat easy' ([Figure 4A](#F0004){ref-type="fig"}, indicated by dark green and light green); no participants rated any steps as 'very difficult.' Two nurses did not agree that the IFU provided all the information needed to use the pen safely and effectively. Following the mitigation validation study involving 16 patients, 15 significant others, and 16 FNs (235 combined simulated injections), the total number of 'somewhat difficult' ratings across the 10 IFU steps were reduced from 10 in five steps to 4 in three steps. All users agreed that the IFU provided all the information needed to use the pen safely and effectively.

###### 

**Assessment of IFU steps in the (** **A**)**validation study and (** **B** **) mitigation validation study.** No responses of 'very difficult' were reported.
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4.. Discussion {#S0016}
==============

An iterative approach was taken to evaluate the safety and accuracy of the redesigned follitropin alfa pen during simulated normal use in HFE studies. A risk assessment was performed, a control strategy was put in place, and testing was conducted to confirm that the control strategies, proposed in the risk management plan to minimize risk, were effective. When a control strategy failed, it was re-examined and revised further to control risks, and re-testing was conducted to demonstrate that the implemented control strategies were effective in reducing hazards to as low as reasonably possible. In this way, a series of human factors evaluations of the redesigned follitropin alfa pen were performed through a number of studies, which culminated with the simulated-use validation study and the mitigation validation study. This iterative process performed over a number of studies is a key strength of the evaluations.

It is important that HFE studies are adequately representative of the real-world setting. This was achieved by simulation of the anticipated use environment, and testing the performance of users to administer follitropin alfa doses with the device. Originally, two user groups, infertility patients and FNs, were planned. However, based upon the input from a group of fertility specialists (reproductive endocrinologists and FNs), significant others were added. Feedback from the fertility specialists suggested the spouse/significant other be encouraged to participate in the injection process, as an additional way to be involved in the treatment process. The infertility patient and significant other user groups included participants who were naive to device use, as well as those with experience of using devices; the latter group was included in the assessment to observe whether there were any influences of use of other devices that could interfere with correct and safe use of the redesigned pen. The user groups included participants with a range of educational levels and ages. FN participants had a wide range of years of experience, had been active instructors of gonadotropin medication administration, and may, or may not, have administered medication. To ensure alignment of HFE device use testing with real-world experience, advice was obtained from currently practicing FNs both on pen training and on the scenarios of pen use.

The HFE studies of simulated-use testing of the redesigned follitropin alfa pen reported here evaluated the safety, efficiency, and robustness of the redesigned follitropin alfa pen. In the course of the studies, modifications were made to the pen design, outer needle cap, and the IFU. Our studies have shown that intended users of the redesigned follitropin alfa pen can safely and effectively perform essential and critical tasks with the pen. In line with recommendations, the validation studies were performed in user groups of about 15 intended users [@CIT0012]. The use of smaller groups may not give accurate information; for example, in a study published in 2003, some randomly selected sets of five participants found only 55% of the problems [@CIT0013]. However, with 10 users, the lowest percentage of problems revealed by any one set was 82% (mean 94.7%); with 15 users, this variable was 90% (mean 97%), and increasing to 20 users resulted in a small further increase to 95% (mean 98.4%) [@CIT0013].

Although results were generally positive in the first validation study, observation of even one use error resulted in consideration that the proposed risk management plan did not sufficiently mitigate risks/hazards and that additional control measures should be considered. To that end, device design and IFU modifications were implemented and then re-assessed during the second validation study.

The second validation (mitigation effectiveness) study performed with these modifications to the pen and IFU demonstrated that improvements to the dose display had mitigated the previously identified risk related to the display legibility, and that the clarification of the IFU had mitigated the potential for use errors when completing dosing with a second pen. Thus, the issues and the residual risk associated with each use error identified during the validation study were addressed and the redesigned pen was deemed to be acceptable. The iterative process used worked well to optimize simulated use of the redesigned pen. Most users found that the steps in the administration process were 'very easy' or 'somewhat easy' to use; few had any difficulty with the steps in the IFU. For any future design modifications of the follitropin alfa pen, human factors testing will play an important role early in the design process so as to optimize the device design earlier in device development.

HFE validation studies, such as those performed here, have some limitations: the tests were simulation tests rather than real clinical practice use, and the study design of the validation studies was observational and not interventional -- observers questioned subjects regarding certain operational steps in the injection process once all injection simulations were completed. In addition, safety data other than accidental needle sticks and dosing errors were not captured. However, the HFE validation studies were designed to demonstrate optimal user--device interactions, and the simulation testing conducted here is defined as an acceptable method for assessing safe and effective use of a pen device according to FDA guidance.

5.. Conclusion {#S0017}
==============

Through an iterative process involving a number of different simulated-use human factors studies, design modifications were made to the redesigned follitropin alfa pen, including changes to the outer needle cap to reduce the risk of needle stick injuries and improvements to the clarity of the dose display to avoid dosing errors. Validation studies showed that the changes made were effective in reducing needle exposure and dosing errors. In usability studies, most users found the steps involved in using the redesigned pen 'very easy' or 'somewhat easy' to perform.

The overall risk management plan was effective, as residual risk associated with each potential use error identified during the human factors validation studies was deemed to be acceptable. Thus, the human factors simulated-use studies showed that the redesigned follitropin alfa pen can be used to administer treatment safely and accurately by intended users.
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